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x-archive-meta-abstract: Errors obtained when using several sizes of ISA Type K thermocouple wires (14 to 20 AWG) and of copper lead wires (14 to 26 AWG) at different immersions in a properly prepared and maintained ice bath are given. Variables considered include in addition to the wire diameters and materials, depth of immersion (2 to 9 in.), solid cross section of the Pyrex junction tubes, and type of insulation on the copper lead wires. The wires studied represent the maximum (copper) and the minimum (Chromel) thermal conductivities of any of the normally used thermocouple wires. A small amount of data on platinum is included. Depth of immersion and diameter of the copper wire are extremely important if a high degree of accuracy is to be attained. The solid cross section of the Pyrex junction tubes and type of insulation used are of lesser importance.
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